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ABSTRACT 


Many materials processing operations such as age hardening heat treatments typically 
involve following predetermined time and temperature schedules to obtain the desired 
final material properties. The intelligent processing approach is to develop sensors for 
monitoring of material response to processing operations in real time. As an alloy age 
hardens its electrical resistivity changes. Hence, the process of aging can be monitored by 
measuring the change in resistivity relative to that of a non-age hardening material such as 
fully annealed pure aluminum. A device using two small, spiral-wound probes was 
designed and used to induce eddy currents within the pure aluminum and the aging alloy. 
The probes were incorporated as elements in an impedance bridge circuit. The bridge 
unbalance voltage decreased in value over time indicating decreasing resistivity during the 
aging process. The monitoring concept was verified. Refinements such as improved 
impedance bridge circuitry and probe size/test frequency optimization are needed to unlock 


its full potential. 
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I. INTRODUCTION 


The primary focus of this thesis project was to design, fabricate and test a 
simple eddy current sensor device which could be used to monitor in real time the 
isothermal age hardening of aluminum alloys. The age hardening of aluminum 
alloys has been accomplished primarily by the development of empirical time at 
temperature data correlated to mechanical, electrical, corrosion and various other 
properties. This practice of applying a standard heat treatment schedule to achieve a 
designated age hardened condition does not provide any indication of the progress, 
success or failure of the age hardening process in real time. Only upon completion 
of the aging treatment is the success or failure of the age hardening process 
measured by destructive or non-destructive methods. A wide range of methods may 
be employed, including resistivity testing by eddy current methods. At present, 
resistivity testing with eddy current devices to determine the extent of aging in 
aluminum alloys is conducted at near room temperatures and is a post-heat treatment 
measurement. 

Monitoring the process in real time utilizing a computerized control system 
would allow the heat treatment process to be terminated when the desired properties 
are obtained as opposed to an after-the-fact determination of success or failure. The 
concept of process monitoring and control in real time is known as intelligent 
processing. An eddy current sensing device linked to the computerized control 
system mentioned above would establish an intelligent approach to age hardening 
of aluminum alloys. With this goal in mind the concept of utilizing existing eddy 
current resistivity measuring equipment was first considered. As mentioned above, 
existing resistivity measuring devices are primarily used to obtain an indication of a 
material’s resistivity essentially at room temperature with a temperature correction 


factor being applied to allow for small deviations from the calibration temperature. 


Such devices normally give output values in absolute units such as Qxcm or 
percent of the international annealed copper standard (%IACS) and can be quite 
accurate. Utilizing a high temperature probe, one could possibly modify such a 
device to monitor the age hardening process. However, conversion cost and 
calibration could become considerable obstacles. The relatively complex and 
tedious task of obtaining accurate absolute numerical resistivity values, even near 
room temperature, sparked the desire to achieve the goal with a less complex 
system. A monitoring technique was devised based on the premise that sensing 
relative resistivity changes during aging versus obtaining absolute resistivity values 
was all that was needed to accurately reflect the aging process. One should note that 
this premise relies on the assumption that solutionizing of the material to be aged 
was performed properly and consistently. However, it is feasible to include a 
computer subroutine to notify the operator of starting conditions which are 
inconsistent with those expected for the particular alloy being aged at the specified 
aging temperature. The system designed and tested during this period of research 
basically consisted of the following five components: 


1) Two spiral-wound sensor probes mounted in a testing apparatus; 

2) An impedance bridge circuit; 

3) An Interstate Electronics Corp. F36 Function Generator; 

4) A Hewlett Packard 3478A Digital Multimeter with an HP-IB interface bus; 

5) A Hewlett Packard PC (with IEEE 488 data acquisition board installed) to 
collect time and voltage data for subsequent analysis. 


Utilizing the above equipment, time and impedance bridge unbalance (r.m.s.) 
voltage data files which were obtained. Plots of aging time vs. mV as well as aging 
time vs. percent deviation from (mean) peak impedance bridge output were 
generated for various time/temperature aging conditions. These plots revealed clear 
decreases in resistivity during the aging process for all time/temperature aging 


conditions. More importantly, the rate of decrease in resistivity increased as the 


aging temperature increased. These results were consistent with known trends in 


resistivity for age-hardenable alloys thereby verifying the monitoring concept. 


Il. BACKGROUND 


A. ELECTRICAL RESISTIVITY 


A basic knowledge of the factors governing the electrical resistivity of 
aluminum and its alloys is necessary to understand fully how eddy current probe 
coils interact with the tested samples. A detailed development of the electrical 
behavior of metals is presented in References 1 and 2. The current work involves the 
exploitation of the change in electrical resistivity of age hardenable aluminum alloys 
during aging and requires a repeatable reference condition. Aluminum alloys are 
metallically bonded materials and their resistivities is governed primarily by the 
ease with which valance electrons (charge carriers) can move within the material. 


The ease with which these charge carriers can move is commonly defined as 
mobility (u,cm*/(V-sec)). The resistivity, p, of a material is given by the 
relation: 


It 
O)a= nag OF cm Eq) 


where n is the number of charge carriers, q is the carrer charge and uw is their 
mobility. The charge, q, on each carrier is a constant value of 1.6x10-'? Coulombs 
and n is approximately constant for the alloys tested. This leaves resistivity, p, as a 
function of mobility, p. For the materials considered in this work the mobility, 
[t,depends on lattice imperfections, microstructure, and temperature. An example 


calculation for the theoretical mobility, 1, of pure aluminum at 25°C is given below. 


1. Mobility Calculation For Pure Aluminum 


Aluminum is face centered cubic (4 atoms/unit cell) with a lattice 


parameter of 4.0496x10° cm and has 3 valence electrons per atom. So, 


~— (4atoms/unit cell) - (3electrons/atom ) 


= 1.80695~x1 Wo electrons/cm” 
4.0496x10-° 


and, with Par = 2.652510 °(Q- cm) a) pia @. 


eee ee = 13.04 cm-/(V - sec) 


u - 
AY 1,80695x10"° - 1.6107"? - 2.6525x10°° 


Comparing [1,, to the mobility of pure copper calculated in a similar manner 


(ORR 44.2 cm*/ (V - sec) ) shows that the mobility of electrons in pure aluminum 


is approximately 25% as great as in copper at room temperature. 


The mobility of charge carriers can also be defined by the following relation: 


V 
Lt = - om*/ (V -cm) (Eq 2.2) 


Where Ue (Ax) /(At) is the average drift velocity of carrier charges 


due to an applied bias voltage (V) across the conducting material (Figure 2.1), and € 


is the electric field defined as the voltage drop per unit length of conductor. 


Figure 2.1 Electron Drift Schematic Diagram [Ref.. 1] 
Equation 2.2 indicates that the average drift velocity is directly proportional to mo- 


bility and inversely proportional to resistivity. 


B. EFFECTS OF TEMPERATURE AND LATTICE DEFECTS ON 
RESISTIVITY 


1. Thermal Effects 
The mobility of charge carriers is influenced by temperature. Figure 2.2 (a) 
and (b) illustrate this effect. As temperature increases, the atoms vibrate about their 
equilibrium positions causing of an increasingly imperfect lattice. This leads to an 
increase in the number of charge carrier scattering events, a decrease in drift velocity 
and a corresponding increase in resistivity. The thermal component of resistivity can 


be estimated from the following relation: 
Pr = Ppp (1 +yAT) (Eq2.3) 
Where p,, is the material’s resistivity at room temperature, y is the 


resistivity coefficient (slope of the resistivity v.s. temperature curve for a given 
material), and AT is the difference between the temperature of interest and room 


temperature [Ref. 1]. 


2. Changes Due To Lattice Defects 

Lattice defects cause a significant increase in resistivity also by decreasing 
the charge carrier’s mean free path as the number of defects increase (Figure 
2.2(b),(c) and (d)). The resistivity due to lattice defects, p,, i.e.,defect resistivity, is 
defined as the combined effect of solid solution atoms, interstitial atoms, vacancies, 
grain boundaries and other lattice imperfections but excluding those which are 
thermally induced. The combined effect of these defects is independent of 
temperature. During the aging process, illustrated schematically in Figure 2.3, the 


defect resistivity, p,, decreases due to precipitation as a result of the non- 


equilibrium state of the initially supersaturated condition of the solution treated 


alloy. [Ref. 1] 


3. Combined Effects of Temperature and Lattice Defects 
The total resistivity due to the combined effects of temperature and lattice 


defects is given by the relation: 


Oren = Poe weld WES) 
The focus of this work was to obtain a measurement of the change in the 


aging alloy’s resistivity as a function of the change in defect resistivity, p,, only, 
since changes in defect resistivity,p,,are indicative of the aging process in 


aluminum alloys. The schematics in Figure 2.2 (c) and (d) correspond to the initial 
supersaturated condition and the precipitation (aging) process, respectively. The 
supersaturated condition exhibits the greatest resistivity due the small charge carrier 
mean free path. Due to the non-equilibrium nature of the supersaturated state, the 
precipitation process occurs leading to a greater charge carrier mean free path and 


hence lower resistivity. The effect of changes in thermal resistivity (p,) during 


testing were minimized by subjecting a reference probe and reference sample to the 


same isothermal furnace environment used for aging the alloy sample. 
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d.) ALLOYED METAL DURING AGING 





Figure 2.2 Simplified Resistivity Models 
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Figure 2.3 Simplified Aging Process Models 


C. EDDY CURRENT PROBE THEORY 


Eddy current techniques have been employed industrially for many purposes 
including resistivity measurements. Detailed descriptions of eddy current probe 
theory and/or various application techniques are developed in references | through 
6. Therefore, this discussion is limited to the background information necessary to 
understand the application of eddy current techniques to monitor the isothermal 
aging process for age hardenable aluminum alloys. 

The alloy’s resistivity and magnetic permeability are the primary variables 
exploited by eddy current techniques when testing samples of sufficient dimensions 
to avoid edge effects and thickness variation effects [Ref. 2 and 6]. Age hardenable 
aluminum alloys are paramagnetic and have magnetic permeabilities very close to 
1.0. Therefore, variation of the tested alloy’s resistivity (due to changes in lattice 
defects during aging) is the variable exploited in this work. Changes in lattice 
defects correspond to changes in mechanical properties. Hence, monitoring the 
resistivity changes can provide an indicator of the changing mechanical properties 
of the material (Ref. 3 through 6]. 

Eddy current probes are typically driven with an alternating current source in 
the frequency range of 50 to 500 KHz which corresponds to penetration depths of = 
0.05 to 0.015 inches [Ref. 2]. This results in an alternating electric field surrounding 
the probe coil (Figure 2.4). When the alternating electric field surrounding the probe 
coil is placed near an electrically conductive sample, currents are induced within the 
material which are opposite in polarity to the current flowing within the coil wires. 
The induced eddy currents cause a back electromotive force (Emf) on the coil which 
Increases its impedance. The level of eddy currents induced is governed by the 
resistivity of the tested sample. As the resistivity of the sample decreases, the level 


of induced eddy current increases which corresponds to an increase in the back Emf 


and increased probe coil impedance. When the probes are placed appropriately as 
elements in an impedance bridge network (discussed in Chapter III), very small 
changes in impedance can be sensed as a changes in the bridge unbalance voltage 


(bridge output) and thus allow the aging process to be monitored. 


i A.C INPUT SIGNAL 


Induced 





Non-ferrous Electrically 
Conductive Material 


Figure 2.4 Eddy Current Probe Coil Schematic Diagram 
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lil. EXPERIMENTAL PROCESS, PROCEDURES AND 
COMPONENT DESIGN 


A. PROCESS/PROCEDURES OVERVIEW 

The design objective for the monitoring system was to obtain a signal in real 
time indicative of the extent of the aging process in an age-hardenable aluminum 
alloy using the eddy current methods outlined in the previous chapter. The standard 
processing procedures for age-hardening aluminum alloys consist of solutionizing 
the material at an appropriate temperature for a specified length of time, rapid 
quenching to room temperature, and reheating at a specified intermediate 
temperature for a predetermined length of time in order to obtain the desired 
mechanical properties. The testing procedures utilized incorporated the above 
processing procedures with additional features to allow for the continuous 
measurement of the aging process. Figure 3.1 illustrates the heat treatment steps and 
additional procedures required by the monitoring system. The step-by-step 
procedures used during the experimental testing are outlined below. The bridge 
nulling process was accomplished prior to testing of the alloy by placing pure 
aluminum samples under both probes with the testing apparatus in the furnace and 
equilibrated at 1OO°C. The minimum bridge output (null) was obtained by adjusting 
the potentiometer. 


1) Al 7075 tensile samples were solutionized at approximately 480°C for 50 
minutes. 

2) Samples were quickly quenched in a large water bath at approximately 25°C. 

3) All Samples were immediately placed in cold storage at approximately -15°C 
to inhibit aging at room temperature. 

4) The convection furnace was set at the desired aging temperature with the 
testing apparatus inside and pure aluminum test samples under each probe. 

5) With isothermal furnace conditions verified and all system component settings 
and circuit connections verified, the data acquisition program was given the 
desired instructions regarding timing of sampling intervals for measuring the 
bridge unbalance voltage (output voltage). 
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6) A sample was removed from cold storage and allowed to heat until moisture 
could be removed from sample. 

7) Upon opening the furnace, the probe bar was lifted using the lifting cam, the 
pure aluminum sample was removed and the alloy sample inserted under the 
testing probe (right probe). The probe bar was lowered allowing the probes to 
rest on the samples, and the furnace was closed.(This step was performed as 
quickly as possible to minimize heat loss.) 

8) The data acquisition program was started, generating time and mV data files 
based on instructions given in Step 5. 


B. COMPONENT FUNCTIONS 


The major monitoring system components and their respective functions are 


given below. 


1. Testing Apparatus 
The testing apparatus was required to provide for consistent sample and 
probe positioning as well as sufficient thermal mass to minimize temperature drop 
due to the insertion of the cool test sample. In order to minimize the possibility of 
relative movement between the sample and probes, a base plate thermal expansion 
coefficient similar to that of the primary alloys to be tested was required. The testing 
apparatus design also allowed reference samples to be easily removed to permit 


comparative tests with any desired reference material. 


2. Probes 
The probes provided a means to induce eddy currents into reference and test 
samples as well as act as two elements of the impedance bridge circuit. Additionally, 
the footprint of the probe was minimized to avoid thermal shielding of the monitored 
location on the tested samples which may cause a localized retardation of the aging 


process. 
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Figure 3.1 Testing System and Processing Schematic Diagram 


14 


3. Impedance Bridge Circuit 
The impedance bridge network was required to provide a sufficiently 
sensitive means to detect resistivity changes within the test samples. Additionally, it 
was configured to provide a means for adjusting bridge element values to achieve an 
acceptable minimum initial unbalance voltage (null) with a pure aluminum test 


sample. 


4. Function Generator 


The function generator provided a stable alternating current input signal to 
bridge circuit. Settings used for most of the testing were: Voltage = 10 volts (peak to 


peak), frequency = 52 KHz. 


5. Digital Multimeter (D.M.M.) 


The D.M.M. provided a means to accurately and continuously measure the 
bridge unbalance voltage as well as provide a computer interface for computer 


sampling of measured voltage. 


6. Data Acquisition Personal Computer (D.A.P.C.) 


The D.A.P.C. was used to receive and store bridge unbalance voltage data 
from D.M.M. at specified intervals Also, it was programmed to generate a time data 


hile corresponding to the voltage sampling intervals discussed above. 


C. TESTING APPARATUS DESIGN 
The testing apparatus was designed to allow the verification of the monitoring 
concept. Numerous equally simple, application-specific designs could be developed 


for industrial or other uses. 
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Figure 3.2 Testing Apparatus Schematic Diagram 
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1. General Design Considerations 
Figure 3.2 illustrates the basic attributes of the final design which 
incorporated a balance of the design considerations listed below. 


1) Simple to operate with a minimum number of moving parts 

2) Maximum utilization of available materials 

3) Allow for testing to be accomplished on 0.125” thick tensile bar samples of 
1.0” x 8.0” overall dimensions 

4) Provide sufficient thermal mass and contact area to rapidly bring cool test 
sample to near the desired aging temperature 

5) Provide for easy and consistent placement of probes on the reference and tested 


samples 
6) Provide constant / consistent probe-to-sample contact force 
7) Minimizes amount of ferromagnetic materials used and maximize the 


displacement of these materials from the probe 
2. Probe Design Attributes/Construction 
Figure 3.3 illustrates the basic attributes of the probe design. The relevant 


dimensional attributes are listed below. 


1) Coil slot outside Diameter - 1.0 cm 

2) Collar diameter - 2.5 cm 

2) Coil slot inner core diameter - 0.2 cm 

3) Wire -160 turns of AWG 32 high temperature coated copper wire 
4) Thickness of probe section below coil - = 0.05 cm 


Probe lead routing holes Probe leads 


a Collar 
Coil slot a 


Se, 





UN WOUND PROBE SPOOL WOUND PROBE 


Figure 3.3 Eddy Current Probe Schematic Diagram 
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The spools were machined from 2.5 cm Teflon ® round stock. The coil slot 
was cut leaving an approximately 0.2cm waffer below the slot.. The two small holes 
were drilled longitudinally in the spool to allow easy probe lead routing. The spools 
were spiral-wound with magnet wire and carefully wrapped with Teflon® tape. The 
waffer below the coil was then very carefully sanded to the final thickness being 


careful to achieve uniform thickness of the waffer. 


3. Testing Apparatus Design Overview 


A photograph of the testing apparatus is shown in Figure 3.3. The probe bar 
lifting cam (the white object at top center of photo.) is also shown in Figure 3.3. The 
lifting cam was inserted between the base plate and probe bar raising the probe bar 
assembly approximately one inch to allow sample insertion or removal. The final 
design’s relevant dimensional attributes are listed below. 


1) Base Plate(6061 Aluminum)-(length x width x thickness) 8.0” x 5.0” x 0.375” 

2) Support Columns(Teflon®)- 3.5’’(height) x 1.0” (length and width) with 
0.025” x 0.5 x 3.75” Milled slot 

3) Probes (Teflon®)- 1.0 cm (diameter) 

4) Probe Bar (Teflon®)- 1.0” square stock with probes mounted 0.75” from 
center of probe bar (longitudinally). Tongues milled to allow 0.010” clearance 
at all surfaces adjacent to support columns 

5) Alignment Brackets(6061 Aluminum)- 0.5” (nominal) width x 0.094” 
thickness 

6) Fasteners- Solid brass of various sizes 
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Figure 3.4 Photograph of Testing Apparatus and Lifting Cam 
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D. BRIDGE CIRCUIT DESIGN/ANALYSIS 


The bridge circuit used (Figure 3.4(a))was designed and assembled based on the 
50Q nominal load requirement of the function generator, the probe impedances and 
the availability of other required circuit elements. A bridge circuit analysis 
(developed below) was conducted using the simplified bridge circuit model shown 
in Figure 3.4(b). The focus of this analysis was to establish the relationship between 
the change in testing probe (mght probe) impedance, as a result of temperature 
deviation and/or the test sample resistivity changes during the aging process, and the 
resulting bridge output response. Several assumptions were made to simplify the 
analysis, and also, the relationships obtained were used only for qualitative 


comparison to the actual testing plots obtained. 


1. Circuit Analysis Assumptions 


1) Mutual inductance = zero 

2) Reference probe impedance = constant 

3) Digital multimeter impedance = infinity 

4) Input peak voltage and frequency = constant 


2. Circuit Analysis 


Referring to Figure 3.4(b) the following definitions were established: 

1) Vi = Voltage magnitude across bridge input nodes 

2) Va = Voltage magnitude at the left node 

3) Vb = Voltage magnitude at the right node 

4) Vo = The absolute value of the voltage difference between Va and Vb 
5) Z1 = Magnitude of the total impedance of the reference probe 

6) Z2 = Magnitude of the total impedance of the testing probe 

7) RL = The resistance of the upper left bridge leg 

8) RR = The resistance of the upper nght bridge leg 
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(a) TESTING CIRCUIT SCHEMATIC DIAGRAM 
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(b) (SIMPLIFIED MODEL OF CIRCUIT (a) ABOVE) 






LEFT MODE 





TESTING 





REFERENCE 
PROBE 






measured 
(BRIDGE UNBALANCE VOLT AGE) 


Figure 3.5 Bridge Circuit Schematic Diagrams 
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Using the voltage divider rule at the left and right nodes yields the 


following relations: 


gee, OM | 
Left node -- Va = (REZ -Vi1 (Eq 3a) 
Right node -- _ £2 vs (Eq3.2) 
ND = "(RR Soe 


The bridge output voltage,Vo, is the absolute value of the difference 
between Va and Vb which yields the following relationship between bridge circuit 


elements and bridge output: 


Zak yop 


SC eam ae || ye cera] I 


-Vi_ (Eq 3.3) 


For ideal conditions, 1.e., using assumptions one through eight above and 
assuming perfect electrical match for the probe coils, the value of Vo should be zero 
at the perfect null condition regardless of the input voltage, Vi. Setting Vo = O and 
solving for the combinations of values for RL, RR, Zl and Z2 which satisfy the 


resulting equation yields the following: 


Za RL 
77 = RR (Eq 3.4) 


Zl Z2, 
Res Rae 


Equations 3.4 and 3.5 indicate that there are two possible combinations of 
bridge element values which would yield the null condition. Only one of these null 
conditions can be satisfied at any given time unless the value of all elements are 


exactly the same (magnitude and phase angle adjustments must be provided). In 


practice, attempting to achieve even one of the perfect null conditions above would 


pape 


be tedious, time consuming and unnecessary to achieve the goal of this thesis work. 
Given that the intent of the monitoring system is to measure a relative change in the 
bridge output which is directly linked to the resistivity change in the aluminum alloy 
to be heat treated, there is no need to achieve a perfect null condition. Equations 3.3 
through 3.5 were used in Chapter IV to develop a mathematical model of the bridge 


output response for qualitative comparison to actual test data. 
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IV. RESULTS AND DISCUSSION 


A. MONITORING SYSTEM DESIGN AND OPERATION 

The eddy current monitoring system was easy to operate and experienced no 
mechanical difficulties during more than 150 testing cycles with the exception of 
significant thermally induced cracks in the probe bar and support columns. The 
probe bar, support columns and probe spools were all thought to be made of 
Teflon® stock. However, it became apparent that this was not the case as the probe 
spools exhibited no degradation during testing. 

The bridge circuit was easy to hook up and adjust to the minimum null 
condition. No probe balancing potentiometer was installed and hence the minimum 
null voltage was governed by how closely the two probes were electrically matched. 
The Hewlett Packard multimeter, although self-calibrating, had a 3.502 mV constant 
offset error which had to be subtracted from all mV data obtained in order to reflect 
the true output (r.m.s.) voltage. Two soldered electrical connections at the probe 
lead /coaxial cable junctions failed and had to be repaired at approximately 95 
cycles. The 50/50 lead tin solider was heavily oxidized and very brittle, requiring re- 
Stripping of the probe leads and coaxial cables. The newly soldered connections 
were wrapped with woven fiberglass sheet material in an attempt to retard further 
environmental degradation. Although wrapping the connections with Teflon® tape 
would have given better protection the fiber glass sheet provided sufficient shielding 


to conduct the remaining test runs. 


B. BRIDGE CIRCUIT RESPONSE 
The bridge output voltage (Vo) was shown in Chapter III to be given by the 


relation: 
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ZA ZZ 


a 41 
RL+Z1 ~ RRez| Vi “atD) 


Bridge output -- Vo = 


Where ZI is the magnitude of the reference probe impedance, RL is the 
resistance of the upper left bridge leg, Z2 is the magnitude of the testing probe 
impedance, and RR is the resistance of the upper right bridge leg. The bridge 
analysis for ideal conditions was developed in Chapter III and resulted in the 


following bridge element parameter combinations for a perfect null condition: 


Zl RL 
7D = RR (Eq 4.4) 


Za Z2 
a oe? 


As discussed in Chapter III, the perfect null conditions were not obtained nor 
were they necessary to the success of this monitoring concept. However, the null 
unbalance voltage should be minimized within reasonable constraints. An additional 
probe balancing potentiometer could easily be employed to further minimize the 
null unbalance voltage and is discussed in Chapter V. With only resistance 
adjustment incorporated into the design of the bridge circuit, minimum null 
condition bridge outputs on the order of 4.5 to 5.5 mV were achieved with a ten volt 
(peak to peak) input signal. These minimum null bridge output values were later 
shown to be sufficient for verification of the monitoring concept. Although the 
bridge circuit used was not ideal, a mathematical model of the theoretical bridge 
Output as a function of the change in the impedance of the testing probe was used for 
qualitative comparison with the actual bridge output during testing using a pure 
aluminum test sample. The actual values of the bridge elements contained in 
Equation 4.3 were measured at isothermal conditions for temperatures of either 


120°C or 200°C with a pure aluminum test sample using an impedance analyzer 


Z5 


which generated a one volt (peak to peak) input voltage at 50 K Hertz. The resulting 
values are listed in Table 4.1 


TABLE 4.1 Measured Bridge Element Values 


84 343 82.624 20.427 19.937 
200° 84.343 82.624 21.054 20.447 


Based on known physical principles, i.e. a linear decrease in the resistivity of 






















aluminum with decreasing temperature, theoretical bridge output v.s. time curves 


were calculated and plotted as shown in Figure 4.1. 


mVOLTS 





ARBITRARY TIME SCALE 


Figure 4.1 Theoretical Bridge Output Response (Pure Aluminum Samples) 


26 


In practice, this involved assumption of initial values for Z2 (testing probe 
impedances) which were higher values than shown in Table 4.1. These values were 
decreased in steps to the final values shown in Table 4.1. The higher starting values 
of Z2 reflect a lower resistivity of the cool test sample when initially inserted into 
the testing apparatus. The curve characteristics shown in Figure 4.1 were then 
compared to the plots obtained for actual testing with the pure aluminum samples 
and shown in Figure 4.2. The response is clearly very similar to the predicted bridge 
output. Also, the fully annealed pure aluminum does not exhibit any change in 
resistivity under isothermal conditions. The constant final steady-state output 
indicated that the testing system’s response under isothermal conditions is 


consistent with the absence of aging response under these conditions. 
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Figure 4.2 Experimental Bridge Output Response (Pure Aluminum Samples) 
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C. EXPERIMENTAL MEASUREMENT RESULTS FOR AI 7075 ALLOY 

The mV vs. time curves in Figure 4.3 illustrate the bridge output response 
characteristics as ANSI 7075 aluminum samples were aged for various times and 
temperatures. The bridge output response characteristics for the temperature 
transient region were very similar to those obtained from the pure aluminum 
samples (Figure 4.2). The peak bridge output values correspond to the point at which 
the test samples reach thermal equilibrium. A characteristic and continuous decrease 
in bridge output after reaching thermal equilibrium was seen for all test conditions 
and the rate of decrease was temperature dependent. The resistivity of the 7075 alloy 
is expected to be greatest in the solutionized state, and hence the bridge unbalance 
condition would be at its maximum (under isothermal conditions) due to the testing 
probe impedance being at its lowest value. Correspondingly, a decrease in the bridge 
output from this maximum point reflects a decrease in the alloy’s resistivity with 
aging. Furthermore, the greater rate of decrease in the alloy’s resistivity with 
increasing aging temperature is consistent with the physical metallurgy of age 
hardening in aluminum alloys. 

The peak bridge output values decreased with increasing aging temperature 
where as where the corresponding value increased with temperature for the pure 
aluminum sample test runs (Figure 4.2). This reversal in peak output voltage trend 
with temperature is a result of the differences in the relative magnitudes of the 
testing probe impedances when testing the alloy samples as opposed to testing the 
pure aluminum. 

The question of repeatability of system output was addressed by conducting 
multiple tests of 7075 alloy samples at the same aging temperature and initial bridge 
null settings. Figure 4.4 illustrates a typical result of these tests. Slight deviations in 


the peak bridge output voltages were noted. 
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Figure 4.3 Experimental Bridge Output Response for AL 7075 Aged at Various 


Temperatures 
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Figure 4.4 Experimental Bridge Output Response for Two Test Runs With AL 7075 


Aged at 200°C 


The differences are the result of the extreme sensitivity to variations in 
mechanical displacement from the test sample (lift-off distance) as well as sample 
surface irregularities. Any type of slight scale or foreign matter would also cause 
such variations. Although attempts were made to minimize these factors in this 
work, they would be present if such a system is applied to industrial use. 

The small test-to-test variation in output voltages could easily cause the testing 
system to be inadequate for precise monitoring of the aging process. However, these 
effects were minimized by a simple signal processing scheme. The signal processing 
scheme consisted of calculating a mean peak bridge output voltage over a short time 
span (30-60 sec.) as the sample approached thermal equilibrium. Computing the 
percent deviation from these mean peak voltage values resulted in percentage 
deviation data which were very consistent and more indicative of resistivity changes 
within the test samples. Application of this signal processing scheme to the data 
plotted in Figure 4.4 is shown in Figure 4.5. The signal processing scheme did not 
change the characteristics of the bridge output, but merely nullified the adverse 
effects of minor mechanical irregularities at the probe/test sample interface. Figure 
4.6 is a percent deviation v.s. time plot of the data from Figure 4.3 and indicative of 
the final monitoring system output for various aging temperatures. Correlation of 
these aging curves to the resulting mechanical properties is needed to ensure that 
consistent mechanical properties are obtained when the aging process is stopped at 


any given value of percent deviation for a specified aging temperature. 
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Figure 4.5 Plot of Data From Figure 4.4 After Applying Signal Processing Scheme 


to Yield Percent Deviation 
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Figure 4.6 Plot of Monitoring System Final Output From Data Plotted in Figure 4.3 
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V. CONCLUSIONS AND RECOMMENDATIONS 


The conclusions and recommendations discussed below were drawn as a result 


of this thesis project. 
A. CONCLUSIONS 


1. Testing Apparatus Design 

The functional aspects of the testing apparatus were sound and need not be 
altered to perform future testing. However, a new probe bar and support columns 
need to be manufactured from Teflon® stock suitable for 200°C service. 

The one-centimeter diameter probes appeared to be mechanically sound 
showing no indications of material or electrical degradation after more than 150 
cycles. The probes also provided detectable impedance changes as a result of the 
aging process. However, no other probe sizes were tested to determine the optimum 


probe coil configuration. 


2. Bridge Circuit Design and Operation 


The bridge circuit was easy to adjust for minimum null and provided for 
easy connection to the appropriate components of the monitoring system. Sufficient 
sensitivity was achieved with final output percent deviations on the order of 6-7% 
after approximately 24 hours of aging at 120°C (approximately T6 aging condition). 

The bridge circuit allowed only for balancing the resistance legs of the 
bridge circuit and resulted in a minimum null condition which could be improved by 
installing a balancing potentiometer between the probe coils (see 


recommendations). 


3. Monitoring Concept 
The monitoring concept was determined to be valid as verified by the 
resulting significant decreases in percent deviation from the mean peak bridge 
output voltages with time at isothermal conditions. Also, the rate of decrease in final 
Output increased with aging temperature which is consistent with the known aging 


response of AL 7075. 


B. RECOMMENDATIONS 


The bridge circuit design should be revised to allow independent balancing of 
the probe impedances (magnitudes). Figure 5.1 shows a simple alternate circuit 
which would provide the necessary additional adjustment. 

Mechanical testing of aluminum alloy samples aged to the same percent 
deviation needs to be conducted to establish and verify the direct link between the 
testing system output and the corresponding mechanical properties. Conducting 
multiple tests, as mentioned above, at various aging temperatures would result in 
system characteristic curves of percent deviation v.s. mechanical property. 

The voltage source testing frequency of = 52 KHz. was used to maximize depth 
of penetration. However, greater measurement sensitivity could be achieved at 
greater frequencies. Further tests need to be conducted to optimize the balance 


between test frequency and depth of penetration.[Ref. 2 and 6] 
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Figure 5.1 Alternate Testing Circuit Schematic Diagram 
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